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Abstract— The design, implementation and experimental
evaluation of a minimally invasive surgical robotic instrument
is presented in this article. The tool is constructed using
rapid prototyping techniques and each degree-of-freedom is
actuated via an antagonistic tendon driven mechanism using
servo motors. The accompanying software runs under the Robot
Operating System framework. The kinematics of the tool are
discussed and the efficiency of the system is investigated in
experimental studies, which are showcased in order to assess
its potential use in a clinical environment.
I. INTRODUCTION
In recent years, research in robot-assisted Minimally In-
vasive Surgery (MIS) has been exponentially rising. The
faster recovery time, reduced pain, reduced discomfort and
lower risk of infection has lead to an increased demand
for robotic systems that aid in MIS operations [1]. Thus,
several prototypes [2]–[7] and commercial systems [8], [9]
have appeared.
Most MIS-robots are actuated by DC-motors due to their
ease of control and integration, as well as their ability to
exert large torques. Despite the lower power-to-weight ratio
of motors compared to shape-memory-alloy or pneumatic
actuators [10]–[12], motors remain the preferred means of
actuation in surgical robotics.
The actuation system is always placed outside the opera-
tional cavity, proximally to the active joint, in order to isolate
and miniaturize the robot [13]–[15]. The antagonistic control
scheme that is usually applied is inspired by the physiological
structure of the human joint in a puller-follower antagonistic
configuration. There is a clear distinction between the puller-
agonist motor, that is responsible for the motion of the
joint, and the follower-antagonist whose main responsibility
is preventing the tendon from becoming slack [16]. Antag-
onistic control, with simple control-strategies can offer a
fast transient response, yet when accuracy and repetitiveness
are required, the necessitated control strategies are quite
sophisticated [17]–[20].
In this paper a two Degree-of-Freedom (DoF) robotic
probe for MIS operations is designed and fabricated. Its
kinodynamic model is extended for an N DoF tendon-driven
manipulator. The physical prototype uses servo motors with
embedded PID control scheme for actuation. Experimental
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results are presented to evaluate the robotic probe’s feasibility
to move under variable payloads in an antagonistic fashion.
The main novelties of the implementation are its low
weight and size making the robot suitable for surgical opera-
tions. Moreover, the probe can carry a large payload, while its
rapid prototyping implementation allows for interchangable
modules, thus on-the-fly modular design.
The paper is organized as follows: in Section II, the
design and fabrication of the surgical instrument is presented.
The kinematic analysis for a generic N DoF robotic tool
of the same configuration is showcased in Section III and
further specified for the physical prototype where N = 2.
In Section IV preliminary experimental results are presented
followed by the conclusions Section in V.
II. DESIGN OF THE MIS-ROBOTIC TOOL
The 2-DoF MIS-robotic tool was designed and fabricated
by cascading identical dual links and joints in a tendon-
driven configuration. The joints/links as well as the mo-
tors’ fixation base are manufactured using rapid prototyping
techniques with ABS plastic. Insertion is achieved through
a T 6065 aluminum hollow shaft allowing for safe tendon
guiding. The use of rapid prototyping techniques allows
for fast alteration of the distal end’s design since quick
fabrication of each new configuration per physician request
is feasible. Thus, the system can be characterized as an
increased modularity system, provided that the operational
needs and consequently robot’s design parameters are pre-
operatively defined.
The outer diameter of the robotic probe, shown in Fig. 1,
is 15mm making it suitable for MIS operations. The re-
sulting rotational DoFs have their axes of rotation placed
perpendicular with respect to each other. A shaft of 15mm
in diameter is used for insertion of the instrument to the
operating cavity and a 3mm middle working channel is
also utilized to allow for catheterization. Four channels are
created at a perimeter of 5mm from the center of each
joint and link, utilizing tendon passages. An antagonistic
tendon pair passing diametrically through the aforementioned
channels is used to actuate each DoF. The selected tendons
are steel wires with a 7×7 strand configuration, a diameter
of 0.5mm and a tensile strength limit of 750N.
The actuators used in this work are high efficiency Dy-
namixel servo-motors [21], with a stall torque of 28kg·cm,
an angular step resolution of 0.088◦ and an embedded PID
position control scheme. Communication is achieved through
a single USB-to-RS485 bus at a rate of 50Hz. The overall
weight of the MIS probe is 0.65Kg. The tendons are fixed to
Fig. 1: 2-DoF MIS robotic tool CAD
their corresponding motors at a radius of Rp = 6.5mm using
a custom fabricated pulley, as shown in Fig. 2.
Fig. 2: MIS-robotic tool prototype
III. KINEMATIC ANALYSIS OF THE MIS-ROBOTIC TOOL
The Denavit-Hartenberg (DH) kinematic parameters for
an N-DoF robotic manipulator integrating the adopted con-
figuration are shown in Table I, where i = 1, . . . ,N. In the
presented design, θi ∈ [−50◦,50◦], Li = Li+1 = 20mm.
Link θi ai αi di
i θi Li 90o 0
i+1 θi+1 Li+1 -90o 0
TABLE I DH parameters for 2 robot’s consecutive joints
In our case, where N = 2 the homogenous transformation
matrix A20 expressing the tip’s pose can be expressed as in
Eq. 1, where si = sin(θi),ci = cos(θi), i= 1,2 and l = 10mm.
Consequently, the resulting workspace is depicted in Fig. 3.
A20 =

c1c2 −c1s2 −s1 l (2c1+ c1c2+1)
s2 c2 0 ls2
c2s1 −s1s2 −c1 l (2s1+ s1c2)










Fig. 3: 2DoF MIS-robotic tool workspace
The inverse kinematics position problem for a redun-
dant N-DoF manipulator is overdetermined with infinite
number of candidate solutions. Thus, a numerical approach
was implemented for the calculation of the angle-vector
θ(t+) =
[
θ+1 , . . . ,θ
+
N
]T of the robot’s DoF at time t+. Given
the current angles θ(t−) =
[
θ−1 , . . . ,θ
−
N
]T at time t− and






]T at time t+ the computation is cast




subject to ‖ PN,d0 (t+)−PN0 ‖= 0 , (2)
where PN0 the resulting end-effector’s position, as shown in
Fig. 1 for N = 2. In a typical experiment t+−t− corresponds
to the sampling period Ts.
Assuming a computed joint space angle-vector, the ten-
don stroke of each antagonistic pair must be computed
for positioning precision. As previously described, for each
rotational DoF there are two tendons running from the
robot’s base, passing through holes at each joint and ending
at the counter-diameter holes at the corresponding joint to
be rotated. To compute the tendons’ lengths, it is crucial
to compute the length of the path of each tendon, which
necessitates the computation of the locations of the passing-
through holes in 3D space.
For an N DoF robotic tool, each link has 2N symmetrically
positioned channels at a radius r from its center of symmetry;
the angle on the joint’s plane between each hole is 360
◦
2N .
The computation of the tendon’s path length is crucial
in the antagonistic control and is accurately computed by
expressing each hole in 3D space and using the resulting
homogenous transformation matrix per hole and Euclidean
geometric calculations. As an example, for a 10-DoF robot
in a random positioned configuration, the tendon and joint
configuration are depicted in Fig. 4 in black and red color
respectively.
Fig. 4: Tendons’ pose in 3D-space for a 10-DoF robotic
tool configuration
IV. EXPERIMENTAL STUDIES
The open-source experimentation software of the robot
was developed under the Ubuntu Linux operating system
utilizing the ROS framework [23]. The later allows for fast
integration of sensors and software modularity. Specifically,
two nodes were implemented so as to compute the rotation
angles per user input and translate them to control signals
and to communicate with the motors respectively.
The carrying payload feasibility of the robot was evaluated
experimentally by mounting incrementally increasing dead-
weights on the end effector. It was visibly confirmed that
the robot can carry up to 380g and move to its angular
extremities without significant deviations, while its terminal
failure point occurred for a weight of 620g. Subsequently,
a simple yet effective antagonistic actuation scheme was
defined so as to avoid slackness and dead-zone during
tissue interaction. Specifically, based on the nominal weight
of 380g, a lead time of 4ms to the puller actuation was
experimentally found to produce repetitive results with no
slackness.
The efficiency of the MIS robotic tool for autonomous
surgical tasks was evaluated by comparing the position feed-
back from the motor’s encoders to the measurements of an
IMU sensor. Initially the robot is commanded to move from
the position defined by the DH parameters θ1 = θ2 =−30◦




The response of each motor is shown in Fig. 5.
Fig. 5: Antagonistic motor response
The system’s response was evaluated using a 9-DoF IMU
sensor attached at the tip of the robot. In Fig. 6 a comparative
graph of the end-effector’s pose, using the two different sens-
ing systems, is depicted. Specifically, the blue line indicates
the IMU measurement and the red line indicates the position
of the end-effector based on the feedback from the motor’s
encoders.
Fig. 6: Comparative end-effector’s position for single
motion command
An additional experimental procedure was the circular
path following case. Let assume a predefined circular motion
of radius r and L the distance between the plane of the end
effector for θ1 = θ2 = 0◦ and the plane of the circular path.
A total of 20 points is generated on the circumference of the
circle with center (L,0,0) and radius r, assuming that the
initial position of the end effector is at (0,0,0). Then, the
equation of the line between the end effector position and the
position of the second DoF can be computed in a parametric
manner as a function of θ1 and θ2. The corresponding
mathematical notation is depicted in Eq. 3.
〈x,y,z〉= 〈x0,y0,z0〉+ t〈mx,my,mz〉 (3)
where t is the points of the line iterator and m is the slope
of the line. In our case Eq. 4 and Eq. 5 hold, where P the
position of the end-effector and PD the position of the second




The positions that the end effector must reach in order
for the laser to track the ci points on the desired circle are
computed by solving the system of Eq. 6 w.r.t. [t,θ1,θ2].
〈cix,ciy,ciz〉= 〈x,y,z〉 (6)
The points on the desired circle, alongside the poses that
the robot must reach and the lines that were computed for
r = 7cm and L = 15cm are shown in Fig. 7.
Fig. 7: Robot poses for a circle of r = 7cm and L = 15cm
The robotic instrument is commanded to autonomously
follow the specified circular path and using long exposure
photography techniques the resulting path as compared to
the reference is shown in Fig. 8. The visible low tracking
error is mainly attributed to the improved feedback accuracy
of the integrated servo-motors.
The time response of the positions of the motors for this
particular circular path are displayed in Fig. 9.
V. CONCLUSIONS
A 2 DoF light-weight and compact robotic instrument
was designed, constructed and evaluated for tissue interac-
tion during robot-assisted MIS interventions. Each joint is
actuated via control of the lengths of antagonistic tendons,
with the use of high efficiency servo motors. The maximum
angle of rotation error of 0.2◦ per DoF as shown in Fig. 5,
the low overshooting error in Fig. 9 and the low error of
1mm in the final position of the end effector depicted in
Fig. 6 encourage the exploitation of clinical scenarios, as
Fig. 8: Circular path with r = 7cm and L = 15cm
Fig. 9: Motors’ time response for circular path
well as advanced antagonistic control schemes for improved
efficiency.
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